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Introduction {#sec1}
============

An electrode array is the essential part of a cochlear implant (CI).It is inserted into the cochlea of the inner ear in the near proximity of auditory nerve fibres and allows their electrical stimulation, [Fig. 1](#fig1){ref-type="fig"}. The design of a CI electrode array as well as its exact intracochlear position determines to great extend sound audibility with the CI technology. While the external part of CI, containing an audio processor, can be upgraded in line with technological development, the implanted electrode array remains inside the cochlea typically for the whole duration of implantation. Such intended long-term implantability puts high requirements on array\'s biocompatibility, durability and its functional design as it cannot be changed easily. At present, more than 20 years since the introduction of such hearing restorative treatment to clinical practice, the surgical implantation has reached very a traumatic levels. On the one hand, such a traumacity was achieved by improving the design of the array making it maximally compatible with the anatomical shape of the cochlea. On the other hand, the surgical advancement has minimised trauma during the insertion process, maximally protecting the intracochlear cellular structures. The cochlear implantation has therefore become a gold standard for the treatment of all sorts of deafness forms, which cannot be helped by conventional hearing aids. The CI candidacy nowadays extends extensively the original group of profoundly deaf persons and includes also patients with significant levels of residual hearing.Fig. 1Schematic representation of the cochlear implant. The behind-the-ear external processor with ear hook and a battery case uses a microphone to pick up sound, converts the sound into a digital signal, processes and encodes it into a radio frequency (RF) signal and sends it to an internal receiver placed under the skin behind the ear. A hermetically sealed stimulator decodes the signal using power derived from the RF signal, converts it into electric currents and sends them along wires into the cochlea. The electrodes at the end of the wire stimulate the auditory nerve fibres. Such electrical impulses are interpreted in the central nervous system as sound.

All current CI electrode arrays have evolved along two distinctive design concepts. More common are so called lateral wall electrode arrays. These are free-fitting arrays occupying space in scala tympani in their final location just under the organ of Corti next to the lateral wall. On the contrary, the second class, perimodiolar electrode arrays, are located along the cochlear modiolar wall to minimise the distance to the modiolus to increase stimulation specificity and reduce battery consumption. To reach such a specific location, perimodiolar arrays are typically pre-shaped and implanted with the help of a stiffening element to keep the array relatively straight as needed for insertion. The array resumes its curved form after a removal of the stiffening element when insertion is advanced far enough. Examples of both types of arrays are given in [Table 1](#tbl1){ref-type="table"}.Table 1Dimension specifications of different CI electrode arrays. "Insertion length" stands for the distance from the tip to the stopper (marker), while "Active length" for the distance from the first to the last electrode. "Spacing" indicates the distance between electrodes.Electrode arrayTypeCochlear positionManufacturerInsertion length (mm)Active length (mm)Diameter at apical end (mm)Diameter at basal end (mm)Spacing (mm)Number of electrodesFlex^soft^StraightLateral wallMED-EL31.326.40.5 × 0.41.32.412Flex^28^StraightLateral wallMED-EL28.023.10.5 × 0.40.82.112Flex^24^StraightLateral wallMED-EL24.020.90.5 × 0.30.81.912Flex^20^StraightLateral wallMED-EL20.015.40.5 × 0.30.81.312Contour advance™SpiralPerimodiolarCochlear Limited17.815.00.50.80.722Slim straightStraightLateral wallCochlear Limited25.020.00.30.60.922Hybrid™ l24StraightLateral wallCochlear Limited16.014.50.250.40.722Full-band straightStraightLateral wallCochlear Limited23.916.40.40.60.722HiFocus™ VSpiral with StyletMid scalaAdvanced Bionics18.515.00.50.70.916HiFocus™\
HelixSpiralPerimodiolarAdvanced Bionics18.5--21.513.00.61.10.8516HiFocus™ 1JStraightLateral wallAdvanced Bionics22.0--24.017.00.40.81.116

Perimodiolar electrode arrays can hug the modiolus only in the basal turn where it has a diameter large enough to resist its wrapping with an electrode array. Therefore, they are relatively short and cover mainly the basal turn. Furthermore, as these arrays are mostly inserted through the cochleostomy, typically drilled some distance from the round window, they don\'t wrap the most basal part of the modiolus and the distance to it might be larger than for the lateral wall arrays in this cochlear region.[@bib1] In the future developments, it would be desirable to design a perimodiolar electrode array which continues in higher turns along the lateral wall, where modiolus is too fragile, to provide the complete cochlear coverage of required acoustic frequencies.

Discussion {#sec2}
==========

1.Complete cochlear coverage not only for Mandarin-speakers

Tonal languages such as Mandarin require that CI transmits highly effectively also temporal information about low frequency components in speech, encoded by the most apical auditory nerve fibres.[@bib2], [@bib3], [@bib4] Therefore, the CI electrode array must be designed and positioned in such a way in the cochlea to cover even relatively low acoustic frequency (∼200 Hz). This is not a trivial task due to the anatomic/tonotopic compression and mismatch of the auditory nerve somas in spiral ganglion (SG) with respects to their peripheral processes projecting towards sensory cells in the organ of Corti (OC).[@bib5] Surviving processes run from SG in strictly radial direction only in the basal turn, [Fig. 2](#fig2){ref-type="fig"}. The frequency tuning of both somas (SG) and dendrites (OC) is in this region governed by the same Greenwood\'s frequency-position function.[@bib6] However, towards the apical end, surviving peripheral processes increasingly deviate from the radial direction since SG somas reach only one and three-fourth of a turnover a rather short distance, while the sensory cell region extends to 2 and three-fourth turns in total. These neurons, even though tonotopically arranged, have their soma and peripheral processes in different radial cochlear sections and a modified version of Greenwood\'s frequency-position function was proposed to describe the tuning at the level of neural somas in SG.[@bib7] Such anatomical hindrances are further complicated by the uncertainty about the site of spike initiation, most likely located in initial Ranviers nodes as the unmyelinated soma has too high capacitance.[@bib8] Despite such anatomical challenges, the selective electrical stimulation of neurons towards apexis possible with lateral wall electrode arrays with insertion depth at least 28 mm such as FLEX^28^.[@bib9], [@bib10]Fig. 2Schematic drawing of the organ of Corti (in blue) and spiral ganglion (in red) in the cochlea. Two exemplary neural fibres at different positions are also shown (in green). Each of them runs from the organ of Corti across spiral ganglion, where the soma is located, and then away from the cochlea to the cochlear nucleus in the brainstem (not shown). The course of the first one in the basal turn (position A) is radial with respect to the organ of Corti, and both the soma and the peripheral process are in the same cochlear cross-section with the same best frequency. On the other hand, the course of the second nerve fibre in the second turn is not radial with respect to the organ of Corti anymore and the soma and the peripheral process are at different cross-sections with different best frequencies (position B and B′, respectively).

An alternative way to achieve a selective electric stimulation, but with a relatively shallow electrode insertion, is to use perimodiolar electrode arrays designed to stimulate initial axonal Ranviers nodes near neural soma. Spiral ganglion is relatively short in comparison to the organ of Corti, under which the lateral wall electrode arrays are located, (15.49 ± 0.69) mm and (33.13 ± 2.11) mm, respectively.[@bib7] Therefore, it can be argued that relatively short perimodiolar electrode array is sufficient to provide the complete coverage of acoustic frequencies by stimulating the neural soma (SG) instead of peripheral processes of auditory nerve fibres (OC). Intuitively, the advantage of shorter electrode is smaller electrode insertion-associated trauma, higher residual hearing and better speech perception with CI. For example, the Contour Advance™ electrode array has the length of 15 mm only and HiFocus Helix™ of 13.25 mm, while the length of a lateral wall electrode such as FLEX^28^ is 28 mm. However, it must be noted that shorter SG length doesn\'t translate directly into the required smaller insertion angle of the electrode array tip for the complete coverage due to different trajectories of SG and OC, [Fig. 2](#fig2){ref-type="fig"}. According to Stakhovskaya et al,[@bib7] the insertion angle of 630° is needed to reach the somas of low sound frequency-specific neurons at the cochlear apex (170--262 Hz). The same insertion angle corresponds for the lateral wall electrodes to very similar frequencies 208--302 Hz. However, the insertion angle for the Contour Advance™ Electrode was established experimentally in the range of 240°--430° only,[@bib11], [@bib12], [@bib13], [@bib14] which is far less than the desired 630° needed for a good anatomical pitch mapping for low frequencies. Similarly, averaged insertion angle for the HiFocusV Mid-Scala electrode is 422° ± 20.7° (the Advanced Bionics website), again much smaller than that required for the full coverage even if at the SG anatomical level. On the other hand, the lateral wall electrodes such as Flex^SOFT^ or Flex^28^ with the length of 28 mm and 31 mm, respectively, have typical insertion angle of at least 640° and 530°, respectively,[@bib14], [@bib15] sufficient to stimulate also the low frequency neurons. Based on this comparison, it is unlikely that the perimodiolar electrode arrays could stimulate the low-frequency neural fibres as effectively as the lateral wall electrodes in a simple pitch corresponding matter. A significant amount of pitch compression at low frequencies might be occurring, which could be detrimental to the speech audibility if the brain doesn\'t possess sufficient plasticity, which cannot be always guaranteed.[@bib16], [@bib17]

In fact, a direct comparison of CI electrode arrays (lateral wall type) with the same overall design and differing only in the length (20, 24 and 28 mm) showed that longer electrode arrays provide better hearing performance under normal (noisy) hearing conditions, [Fig. 3](#fig3){ref-type="fig"}. Only the longest array, Flex^28^, came closer in performance to the Electro-Acoustic Stimulation (EAS) situation, where the apical region of the cochlea is not stimulated electrically, but via the surviving sensory cells (with sound amplification). Such result indicates the importance of reaching the cochlear apex also with the conventional CI and purely electric stimulation.2.Stimulation thresholdsFig. 3HSM sentence test in noise 10 dB SNR after 6 months of purely electrical stimulation (ES) or Electro-Acoustic Stimulation (EAS). All subjects were postlingually hearing-impaired adult CI users who were implanted with a FLEX^20^, FLEX^24^, or FLEX^28^ electrode array. Median, interquartile, and minimum and maximum scores are shown, statistical significance is marked with \* for *P* \< 0.05 and \*\* for *P* \< 0.01. From Büchner et al.[@bib18]

Perimodiolar electrode arrays were developed to improve stimulation of specific neuronal populations and to decrease power consumption. Surprisingly, in a study with patients who received a different type of bilateral cochlear implant in each ear (either Contour Advance or Slim Straight) there was little difference in battery life for most patients.[@bib1] Such unexpected finding could be explained by the fact that significant amounts of battery consumption are used by radiofrequency transmission and signal processing. On the other hand, psychophysical threshold level was lower for the perimodiolar electrode array than for the lateral wall array, but so was also the comfort level and the resulting dynamic range for the perimodiolar array was narrower than for the lateral array. Furthermore, in 6 out of 7 bilateral sequentially implanted patients, a perimodiolar array was implanted first, while a lateral wall electrode array later in the second ear to preserve the anatomic structure of the cochlea, despite higher thresholds. Only in one case it was done the other way round, a lateral wall array in the first ear and a perimodiolar array in the second ear. This example emphasises the current preference of a traumacity over lower stimulation thresholds, as clinical indications for CIs have been expanded to patients with significant residual hearing and only partial deafness.

Other studies comparing perimodiolar and lateral wall electrode arrays in terms of eCAP measurements often failed to confirm lower eCAP thresholds for the perimodiolar electrode arrays.[@bib19], [@bib20], [@bib21], [@bib22] The differences in the current amplitude or the distance between the electrode and the cochlear middle wall were often not statistically significant. One reason is a small patient size in such studies. Another, more fundamental, could be the relatively slow retrograde degeneration of peripheral process of the auditory nerve fibres, running from the neural soma towards the organ of Corti, especially at the mid- and low-frequency region.[@bib23], [@bib24] Consequently, as much as 30% of the neural fibres might still be bipolar even after many years of deafness.[@bib25] Therefore, the Ranviers nodes at peripheral processes might be as valuable target for the electrical stimulation with CI as those on central axon and while located closely to the organ of Corti, well targeted by the lateral wall electrode arrays.[@bib26] Such functional and anatomical considerations were confirmed recently by the clinical finding that speech perception outcomes for patients who received a lateral wall or perimodiolar electrode array (Slim Straight and Contour, respectively) were found similar at 3 or 9 months after implant activation.[@bib27] Bamford-Kowal-Bench (BKB) speech perception scores were compared in this study and no statistical difference between the two types of arrays was found.3.Electrode impedance and fibrotic tissue encapsulation

Perimodiolar electrode arrays are primarily designed for cochleostomy and extended round window insertions,[@bib28] while lateral wall arrays can be inserted also through the round window (RW). However, cochleostomy and related surgical approaches were found to be more associated with new bone formation and fibrotic tissue encapsulation of the electrode array due to larger initial intracochlear damage than RW, partly because they can lead to unintended involvement of scala vestibuli.[@bib29], [@bib30] In fact, a direct comparison of perimodiolar arrays (Clarion^TM^ or HiRes90K™) with a lateral wall array (Full-Band Straight) confirmed thickened fibrous capsule at the medial aspect of the electrode array in individuals implanted with a perimodiolar device.[@bib31] This finding was attributed to closer proximity to the modiolus and differences in the shape of electrical field. Increased electrode impedance, which might result from such isolating encapsulation,[@bib32], [@bib33] although the association between the longitudinal impedance data and the development of fibrous tissue is difficult,[@bib31] negates any hypothetical reduction in threshold currents linked with shorter distance to the target neural tissue at perimodiolar location.4.Insertion trauma

Finally, and most importantly, when comparing the two types of arrays, perimodiolar electrodes are much more traumatic. Due to their shape and higher stiffness, affected by the presence of stylet, and close position to the modiolar wall, they may cause trauma to the cochlear structures. Such trauma could consist of fracture of the osseous spiral lamina, disruption of the basilar membrane, dissection into the spiral ligament and stria vascularis, or injury to the modiolus.[@bib34] Depending on its severity, immediate irreversible necrosis and apoptosis of sensorineural cells in the organ of Corti as well as of spiral ganglion neurons, positioned just behind the thin bony wall of the modiolus, [Fig. 4](#fig4){ref-type="fig"}, can occur. Reduced numbers of such cells might have direct impact on the CI performance, which relies on healthy excitable neural substrate.Fig. 4Possible trauma sites for cochlear implantation and position of neural elements in the human cochlea lower basal turn. Between scala tympani and the somas of spiral ganglion neurons (coloured green), a thin mesothelial sheet (arrow) spans between bony columns that guide nerve fibres (coloured red) to the osseous spiral lamina. Taken from Rask-Andersen et al.[@bib5] Copyright^©^ 2012, John Wiley and Sons.

Furthermore, due to their larger rigidity, especially around the tip, perimodiolar electrode arrays tend to undergo translocation from scala tympani to scala vestibuli, [Fig. 5](#fig5){ref-type="fig"}. This phenomenon was observed in up to 30% of patients.[@bib21], [@bib35], [@bib36], [@bib37], [@bib38] Such scala change involves rapture of basilar membrane resulting in mixing of perilymph and endolymph from scala tympani and scala media, respectively. Intracochlear fluids have very different ionic composition, potassium being dominant in the endolymph (157 mmol/L) and sodium in the perilymph (138 mmol/L). Undisturbed cochlear ionic homoeostasis is essential for residual acoustic hearing as the difference in ionic composition forms the electrochemical base (+80 mV) for the active sound amplification driven by a molecular motor prestin, localized in the outer hair cells (OHC) in the organ of Corti.[@bib39] This so called OHC motility can provide up to 40 dB sound amplification in a healthy cochlea.[@bib40] The rapture of basilar membrane therefore typically results in drastic damage to the residual hearing and for this reason the perimodiolar electrode arrays should be avoided in the CI hearing preservation surgeries. On the other hand, strain to the lateral wall and basilar membrane by a laterally positioned electrode array has not been reported to cause any noticeable damage to cochlear structures.Fig. 5Reconstructed CT images showing a CI electrode array either completely within the scala tympani (A--B) or partially translocated to scala vestibuli (C--D). ST is shown in red and SV in blue. From O\'Connell et al.[@bib38]

Also importantly, a traumatic cochlear surgery has a direct impact on CI performance, not only on the residual acoustic hearing. As shown in [Fig. 6](#fig6){ref-type="fig"}, better performance on CNC and AzBio testing was found for straightforward scala tympani (ST) insertions when compared to cases where the array deviated from ST to scala vestibuli (SV) as determined at 12--16 months postoperatively.[@bib41] Such comparison indicates that protection of cochlear cellular structures during the electrode array insertion reduces the associated trauma maintaining the auditory nerve fibres in better healthy state and more excitable by electrical stimulation with CI.Fig. 6Impact of electrode location on speech perception. Better performance on CNC and AzBio audiologic testing for scala tympani (ST) insertions when compared with transscalar deviations to scala vestibuli (SV) as measured 12--16 months postoperatively. \**P* = 0.005; \*\**P* = 0.04. From O\'Connell et al.[@bib41] Promotional and commercial use of the material in print, digital or mobile device format is prohibited without the permission from the publisher Wolters Kluwer. Please contact <healthpermissions@wolterskluwer.com> for further information.

Furthermore, perimodiolar electrode arrays have been also found to undergo more frequently tip fold-over. It was reported in 1.4%--6.5% of cases implanted with perimodiolar arrays in contrast with only 0.005% cases for lateral wall electrode arrays. Such partial array misposition again contributes to higher insertion trauma, smaller cochlear coverage and fewer channels available for electrical stimulation, making the stimulation less frequency specific.

Perimodiolar electrode arrays are not optimal neither for revision surgeries, when more force may be required to extract a CI electrode array hugged around the modiolus. This could be again accompanied by significant trauma to delicate cochlear cellular structures, which must be maximally protected especially in case of young children, who can be expected to undergo revision surgery several times during their life time and might in future be candidates for novel hearing therapies based on regeneration of such cellular structures.

Conclusions {#sec3}
===========

Both perimodiolar and lateral wall electrode arrays seem to have similar battery consumption despite lower psychophysical thresholds for the perimodiolar type. On the other hand, dynamic range is wider for the laterally placed array type, which is also less traumatic and more suitable for patients with significant levels of residual hearing. Regarding patients using tonal languages such as Mandarin, longer lateral wall electrode arrays allowing effective stimulation towards the cochlear apex seem preferred for optimal speech recognition.
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